Dosimetry of the Siemens Mevatron 67 linear accelerator.
Measurements have been made on a Siemens Mevatron 67 linear accelerator. The change of beam quality has been measured as a function of position off-axis and compared to another Siemens 6 MV linear accelerator. Similarly, beam profiles are compared to a Siemens Mevatron VI. Additional measurements include entrance dose, inverse square applicability, central axis percent depth dose, tissue-maximum ratios, output factors, wedge factors and block transmission factors. Comparison is made with an Atomic Energy of Canada Limited Therac 6 and Varian Clinac 6-100.